[Pharmaco-cavernosonography and cavernosometry with a new roller pump (AP 300 C)].
The paper gives a report on the first roller pump (AP 300 C) to be serially produced and approved by the Technical Control Board (Technischer Uberwachungsverein, TUV) for cavernosometry and pharmacocavernosography, and on preliminary experience with its use.